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Background: Accurate renal function measurements are important in the diagnosis and treatment of kidney diseases. In con- 
trast to creatinine, the production of serum cystatin C has been extensively reported to be unaffected by body muscle mass, age, 
gender, and nutritional status. 

Methods: Our study included 37 samples from diabetic chronic kidney disease (CKD) patients for whom serum creatinine tests 
had been requested and 40 samples from a healthy populations in Dong-A University Hospital between May 2010 and June 
2010. The assay precision (i.e., the coefficient of variation) and the reference range of the serum cystatin C test were evaluated. 
We compared the estimated glomerular filtration rates (GFRs) based on cystatin C with those based on creatinine. Moreover, we 
investigated the influences of age, gender, weight, and muscle mass on serum creatinine and serum cystatin C. 
Results: There was a positive correlation between GFR based on creatinine and that based on cystatin C (r=0.79, P<0.0001) 
among the diabetic CKD patients. Serum creatinine and cystatin C were significantly correlated with body weight and muscle 
mass, but the strengths of these correlations were greater for serum creatinine. The precision study revealed excellent results for 
both the high and low controls. The 95% reference interval of cystatin C in the healthy population was 0.37 1 to 1 .236 mg/L. 
Conclusion: Based on these results, we conclude that, despite the strong correlation between serum creatinine and cystatin C, 
cystatin C is less affected by weight and muscle mass and might represent a better alternative for the assessment of renal function. 
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INTRODUCTION 

Serum creatinine is the most commonly used indicator of re- 
nal function, but serum creatinine can be affected by age, gen- 
der, ethnicity, nutritional status, and body muscle mass [ 1 ] . To 
account for the physiologic factors that affect creatinine, glo- 
merular filtration rate (GFR) -estimating equations, such as 
the Modification of Diet in Renal Disease (MDRD) formulas, 
include age, sex, and race to account for variation across popu- 
lations related to creatinine [2-5]. However, muscle mass is ex- 
tremely variable across individuals and strongly influences se- 
rum creatinine. Furthermore, the different equations that are 
used to predict GFR do not include parameters related to body 
composition, such as muscle mass [6-10]. Cystatin C is a 13.3 
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kDa low- molecular- weight substance that is freely filtered and 
almost completely taken up and degraded but not secreted by 
proximal tubular cells. The advantages of using cystatin C are 
reduced influences of age, gender, weight, and muscle mass 
compared to serum creatinine [11-15]. Serum cystatin C is be- 
ing considered as a potential replacement for serum creatinine 
for GFR estimation [16-18]. 

To evaluate serum cystatin C as a potential replacement for 
creatinine, this study examined the analytical performance of 
cystatin C and evaluated the use of GFR-estimating equations 
based on serum cystatin C compared to the use of these equa- 
tions based on creatinine to address the influence of physical 
factors, including muscle mass, on serum creatinine and cys- 
tatin C. 
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METHODS 

This study included 37 samples from diabetic chronic kidney 
disease (CKD) patients for whom serum creatinine tests had 
been requested and 40 samples from a healthy population in 
Dong- A University Hospital between May 2010 and June 20 10. 
The inclusion criteria were presence of stages 3 to 5 CKD ac- 
cording to the National Kidney Foundations classification. Pa- 
tients who were free of cancer and liver, thyroid, and infectious 
diseases at the time of the study were included. The healthy 
population consisted of samples obtained from the people who 
had visited the hospital for periodic medical checkups and 
proved to have no specific clinical or laboratory problems. Se- 
rum cystatin C was measured with a TBA-200FR (Toshiba 
Medical Systems, Tokyo, Japan). The assay precision (i.e., the 
coefficient of variation) and the reference range of the serum 
cystatin C test were evaluated. The assay precision of the cys- 
tatin C test was evaluated according to Clinical and Laborato- 
ry Standards Institute protocol EP5-A2 [19]. We tested the low 
and high control materials simultaneously. We measured the 
cystatin C concentrations twice daily for 5 consecutive days. 
We compared the estimated GFRs using the new equations 
that are based on variations in serum cystatin C levels with age, 
gender, and race and a routine laboratory GFR test. The esti- 
mated GFR (eGFR) levels that resulted from the routine labora- 
tory tests were calculated using the MDRD formula: MDRD= 
186x(serum creatinine [mg/dL])-1.154xage [20]. A cor- 
rection factor of 0.742 was used for the women. The eGFRcys 
level was calculated with the CKD-epidemiology (CKD-EPI) 
equation: eGFR= 127.7 x (cystatin C in mg/L)"''^x(age in 
years) ° "x (0.91 if female) [21]. The charts of all patients and 
healthy individuals were reviewed for sex, age, height, weight, 
and body muscle mass. The variables considered in this study 
were measured with a 2006 X-Scan Plus II Body Composition 
Analyzer (Jawon Medical Co., Gyeongsan, Korea). Moreover, 
we investigated the influences of age, gender, weight, and 
muscle mass on serum creatinine and serum cystatin C. Cor- 
relations between the parameters were evaluated with Pearson 
or Spearman tests as appropriate. AU statistical analyses were 
performed using MediCalc version 9.3 (MedCalc Software, 
Mariakerke, Belgium). The data were also analyzed with Anal- 
yse-it (Analyse-it Software, Leeds, UK). P values below 0.05 
were regarded as statistically significant. 



RESULTS 

The characteristics of the study groups are presented in Table 
1. There were positive correlations between GFR based on the 
MDRD equation and GFR based on the new equation among 
the diabetic CKD patients (r=0.79, P<0.0001) and the healthy 
individuals (r=0.36, P=0.01) (Fig. 1). Table 2 shows the mean 
serum creatinine and serum cystatin C levels of the healthy 
populations and the diabetic CKD patients according to gen- 
der The correlations of age, weight, and muscle mass with se- 
rum creatinine and serum cystatin C in the healthy population 
are shown in Fig. 2. The correlations of age, body weight and 
height with serum creatinine and serum cystatin C in the dia- 
betic CKD patients are shown in Fig. 3. Neither serum creati- 
nine nor cystatin C were influenced by age or gender. Howev- 
er, serum creatinine and cystatin C were significantly correlat- 
ed with body weight and muscle mass, but the correlations 
with serum creatinine were stronger in the healthy individu- 
als. Additionally, both parameters were correlated with body 
weight and height, but strengths of the correlations with se- 
rum cystatin C were slightly higher. The precision study re- 
vealed excellent results for both the high and low controls (Ta- 
ble 3). In this study, the serum samples of 40 healthy individu- 
als were tested to construct a reference range. The mean cys- 
tatin C concentration derived from the data was 0.794 mg/L, 
and the 95% reference interval was 0.371 to 1 .236 mg/L. 

DISCUSSION 

GFR allows for the detection of impairments in renal function. 
Accurate GFR measurements are important for the diagnoses 
and treatments of kidney diseases, including CKD. Over the 
past decades, several different markers for the estimation of 

Table 1. Demographic data for the 37 diabetic chronic kidney 
disease patients and the healthy individuals 



Variable 


Patients 
(« = 37) 


Healthy individuals 
(«=40) 


Sex, female/male 


16/21 


20/20 


Age 


60 (29-84) 


49 (27-63) 


Weight 


62.1 ±10.7 


65.8±11.1 


Muscle mass 




44.3±8.6 


Serum creatinine, mg/dL 


4.3 ±2.9 


0.9 ±0.2 


Serum cystatin-C, mg/L 


4.2±2.3 


0.8±0.2 



Values are presented as median (range) or mean ± standard deviation. 
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Fig. 1. Strong correlations between the glomerular filtration rate (GFR) measurements based on the Modification of Diet in Re- 
nal Disease equation and those based on the new equation in the chronic kidney disease patients (A; r=0.79, P<0.0001) and the 
healthy individuals (B; r=0.36, P=0.01). It is commonly accepted that correlation coefficients (r values) between 0 and 0.2 indi- 
cate no correlations, those between 0.2 and 0.4 indicate weak low correlations, those between 0.4 and 0.6 indicate moderate cor- 
relations, and those above 0.8 indicate strong correlations. 



Table 2. Serum creatinine and serum cystatin C according to gender for the healthy population and the diabetic chronic kidney 
disease patients 



Variable 




Patients (« = 37) 






Healthy individuals (« = 40) 




Female (« = 16) 


Male(« = 21) 


P value 


Female (« 


= 20) 


Male(« = 20) 


P value 


Serum creatinine, mg/dL 


5.11 


3.77 


0.166 


0.74 




1.00 


0.124 


Serum cystatiti-C, mg/L 


4.89 


4.63 


0.097 


0.71 




0.87 


0.395 



GFR have been proposed. Currently, serum creatinine con- 
centration is widely used to estimate GFR because this estima- 
tion is simple and inexpensive [22]. However, serum creati- 
nine can be affected by age, gender, ethnicity, dietary protein 
intake, and muscle mass, and its measurement requires a vari- 
ety of analytical interferences and is associated with significant 
standardization problems [1,6-10,23,24]. In contrast, although 
the notion that the capacity of cystatin C to predict GFR is not 
influenced by body composition has been controversial, sev- 
eral studies have reported that the use of cystatin C has the ad- 
vantages of being less influenced by age, gender, weight, and 
muscle mass compared to the use of serum creatinine [11- 
15,25]. Therefore, some new cystatin C formulas have been 
developed and compared with the corresponding formulas for 
creatinine [15,26-28]. Studies conducted over the last 20 years 
have generally shown that cystatin C is a better predictor of 
GFR than creatinine. These previous studies showed that cys- 
tatin C is superior to serum creatinine as a marker of kidney 
flinction in the detection of early renal failure and in various 
patient groups, including patients with diabetes, spine injuries 
and liver cirrhosis, and the elderly [17,18]. Additionally, an 



overall meta-analysis based on 46 studies that were performed 
on adults and children used receiver operating characteristic 
analysis to demonstrate that cystatin C is superior to serum 
creatinine as a marker of kidney function [16]. 

In the present study, we evaluated GFR based on cystatin C 
with the CKD-EPI formulas and concluded that the cystatin C 
formulas achieved correlations that were as good as those of 
the creatinine MDRD equation. A correlation coefficient close 
to 1 indicates that two factors are positively correlated, a cor- 
relation coefficient between 0.7 and 1.0 indicates the factors 
are strongly correlated, and a correlation coefficient between 
0.3 and 0.7 indicates a good correlation. 

Some previously published studies of populations with 
CKD have reported that the cystatin C formula produces high- 
er accuracies than the MDRD formulas [26,27] . One study 
performed comparisons of a variety of creatinine-based equa- 
tions with two cystatin C-based equations in a large popula- 
tion of patients with diabetic CKD. The results of this study 
indicated that the cystatin C formulas are reliable markers of 
GFR [29]. Additionally Rule et al. [15] reported that the cys- 
tatin C formula is complementary to the serum creatinine- 
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Fig. 2. Associations of serum creatinine and cystatin C with body weight, muscle mass, and age in the healthy individuals. (A) 
The correlation between serum creatinine and body weight (r=0.64, P<0.0001). (B) The correlation between serum creatinine 
and muscle mass (r=0.71,P<0.0001). (C) The correlation between serum creatinine and age (r=0.23,P=0.1462). (D) The corre- 
lation between serum cystatin C and body weight (r= 0.48, P- 0.0019). (E) The correlation between serum cystatin C and muscle 
mass (r=0.48,P= 0.0021). (F) The correlation between serum cystatin C and age (r=0.16, P=0.3089). 
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Fig. 3. Associations of serum creatinine and cystatin C with body weight, muscle mass and age in the diabetic chronic kidney 
disease patients. (A) The correlation serum creatinine and body weight (r= -0.05, _P=0. 7348). (B) The correlation between serum 
creatinine and height (r=-0.12, P=0.4708). (C) The correlation between serum creatinine and age (r= -0.003, P=0.9833). (D) 
The correlation between serum cystatin C and body weight (r= -0.29, P=0.0745). (E) The correlation between serum cystatin C 
and height (r= -0.24, P= 0.1360). (F) The correlation between serum cystatin C and age (r=0.16, P=0.3384). 



based equations and can also be used in place of the serum 
creatinine-based equations. Similar to creatinine, serum cys- 
tatin C was affected by body weight and muscle mass, but the 



strengths of the correlations with serum creatinine were great- 
er in the reference group in our study. These findings are con- 
cordant with those of more recent studies that have shown that 
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Table 3. Precision study of the cystatin C assay using low and 
high controls 

Between-day Total 
Material 





SD 


CV, % 


SD 


CV, % 


Low, mg/L 


0.7 


3.8 


0.026 


5.5 


High, mg/L 


2.4 


5.7 


0.040 


1.0 



SD, standard deviation; CV, coefficient of variation. 



cystatin C concentrations are higher in men and increase with 
height, weight, and lean body mass [12-14]. Two large studies 
produced consistent results that suggest that cystatin C is in- 
fluenced by many variables (e.g., age, sex, body mass, smok- 
ing, hypertension, coronary heart disease, and C-reactive pro- 
tein) and is not solely influenced by renal function even after 
adjustments for kidney function [14,30]. However, age and 
gender did not affect serum cystatin C or creatinine concen- 
trations in our study. 

Our study has some potential limitations. First, we were un- 
able to measure GFR using gold standard; therefore, a direct 
comparison of the correlation between the GFRs based on 
cystatin C and those based on creatinine was impossible. Sec- 
ond, the small population of our study, the selection of the ref- 
erence group, ethnic differences and methodological differ- 
ences in the evaluation of cystatin C and creatinine may have 
influenced the results. The performances of the equations 
based on serum creatinine level and those based on cystatin C 
level are known to vary across populations, and our study in- 
cluded only diabetic CKD patients and healthy individuals. 
Additionally, the pathogenesis of diabetic kidney disease is 
complex and multifactorial. The duration of diabetes among 
the patients varied, and hemodynamic changes might have in- 
fluenced the results. However, we found results that are similar 
to those of previous reports regarding cystatin C; i.e., we found 
positive correlations between eGFR and eGFRcys, and we 
found that cystatin C was less influenced by age, gender, weight, 
and muscle mass than was serum creatinine [11-15]. Although 
the strength of the correlations of serum cystatin C with body 
weight and height were greater among the diabetic CKD pa- 
tients, these findings might have been influenced by many 
other factors, including the small sample size and the hetero- 
geneous characteristics of the study group. Third, because we 
measured serum cystatin C and serum creatinine only once in 
a small population, we cannot rule out the effects of intrapa- 
tient variability. 



Additionally, we evaluated the reference range and the pre- 
cision of the serum cystatin C test and found excellent results 
in both the high and low controls that were all below 10%. 
Based on these results, we conclude that, despite the strong 
correlation between serum creatinine and cystatin C, the latter 
is less strongly affected by weight and muscle mass and might 
represent a better alternative for the assessment of renal func- 
tion in both diabetic CKD patients and healthy populations. 
Future studies in different clinical settings employing larger 
numbers of patients and healthy individuals are required to 
clarify the effectiveness of serum cystatin C for the determina- 
tion of GFR, and thorough investigations of any conditions or 
medications that might influence cystatin C levels are also re- 
quired. 
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